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Sister Jean Juenemann

Chief Executive Officer

Queen of Peace Hospital

301 Second Street NE

New Prague, Minnesota 56071

Dear Sister Juenemann:

On January 30, 2001, a representative of the State of Minnesota, acting on behalf
of the Food and Drug Administration (FDA), inspected your facility (FDA
certification #176503). This inspection revealed a serious regulatory problem
involving the mammography at your facility.

Under a United States Federal law, the Mammography Quality Standards Act of
1992 (MQSA), your facility must meet specific requirements for mammography.
These requirements help protect the health of women by assuring that a facility
can perform quality mammography. Based on the documentation vour site
presented at the time of the inspection, the following Level 2 and Repeat Level 2
findings were documented at your facility:

Level 2 Non-Compliance:
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1. One of seven random mammography reports did not contain an assessment
category. Note: A listing of the official and approved alternate wording for
mammography assessment levels is attached.

Level 2 Non-Compliance:

2. The time period between the previous and current physicist survey for your
VU VU mammography machine (ACR designation = unit #1)
exceeded 14 months. Note: The completion of a physicist survey is an
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annual requirement. By policy this is not cited as a non-compliance until
the interval exceeds 14 months.
The specific problems noted above appeared on your MQSA Facility Inspection
i to your facility following the close of the inspection.
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without further notice to you. lhese actions inciude, but are not limited to, placing
your facility under a Directed Plan of Correction, charging your facility for the cost
of on-site monitoring, assessing civil money penalties up to $10,000 for each
failure to substantially comply with, or each day of failure to substantially comply

with, the Standards, suspension or revocation of your facility’s FDA certificate, or
obtaining a court injunction against further mammography.

FDA acknowledges a letter dated February 1, 2001, from Lillian Kochlin, R.T.(R)(M).
This Warning Letter was prompted by the repeat nature of one of the non-
compliances. The purpose of this Warning Letter is to formally alert senior
management of the inspectional findings.

It is necessary for you to act on this matter immediately. Please explain to this
office in writing within 15 working days from the date you received this letter:

» the specific steps you have taken to correct all of the violations noted in: this

1
letter;
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Please submit your response to Thomas W. Garvin, Radiological Health Specialist,
Food and Drug Administration, 2675 No. Mayfair Road, Suite 200, Milwaukee, WI
53226-1305. )

Finally, you should understand that there are many FDA requirements pertaining
to mammography. This letter pertains only to findings of your inspection and does
not necessarily address other obligations you have under the law. You may obtain
general information about all of FDA’s requirements for mammography facilities by
contacting the Mammography Quality Assurance Program, Food and Drug
Administration, P.O. Box 6057, Columbia, MD 21045-6057 (1-800-838-771
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If you have specific questions about mammography facility requirements or about
the content of this letter please feel free to phone Mr. Garvin at (414) 771-7167 ext.
12.

Sincerely,

Q(J/ﬂ i ( c/,/'
Jame$ A ‘Rahto
Director

Minneapolis District
C,_\-,s;k TWG/ccl
Enclosure

XC. ML LV VI VAL
Lead Interpreting Physician
Queen of Peace Hospital
301 Second Street NE
New Prague, MN 56071

Sue McClanahan

Supervisor, Section of Radiation Control
Minnesota Department of Health

P.O. Box 64975

St. Paul, MN 55164-0975

Priscilla F. Butler

Director, Breast Imaging Accreditation Programs
American College of Radiology

1891 Preston White Drive

Reston, VA 20191



